Real-time digital median frequency estimator for surface myoelectric signals.
A prototype instrument is described that uses a digital signal processor to estimate the median frequency of the myoelectric signal in real time. A set of tenth-order digital low-pass filters is used to track the median frequency. An estimate of frequency is obtained once every 256 ms with a resolution of 1 Hz.